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""*%w:ssoum DEPARTMENT OF HEALTH AND SENIOR SERVICES
AT S/ \ STATE PUBLIC HEALTH LABORATORY
8 @/f/ BREATH ALCOHOL PROGRAM RECEIVED
RS INTOX DMT MAINTENANCE REPORT By Carol Day at 9:24 am, Apr 21, 20155 41

Complete this repont at the time of the regutar monthly preventive maintenance check (not to exceed 35 days).
Complete this repori whenever the instrument is serviced of repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days lo the Breath Alcohol Program, DHSS,

TTOX BMT 511 FAWE OF AGENGY DATE OF INSPELTION
500096 Missouri State Highway Patrol 04/18/2015
LGCATION OF NSTRUMENT {STREET AND CITY) TIWE OF INSPECTION

SOUTHWEST TRFWY AND 39TH ST 04:12:44

CHECKLIST: Place a mark in the box by each item If found to be satisfactory or is operating within established limits. (Write in observed
values where determined). Unmarked items must be corrected before using instrument.

&l DIAGNOSTIC RECORD

DATE AND TIME _04/18/2015 04:12:46 ] DETECTOR
PROGRAM FILTER 1
SAMPLE CHAMBER 748.8"0 & FILTER 2
] BREATH TUBE_44.5°C FILTER 3
Kl PUMP INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
i SIMULATOR STANDARD ' 3 COMPRESSED ETHANOL-GAS MIXTURE
{3 STANDARD SUPPLIER_GUTH LOT #_ 13280 EXP. DATE _10/16/2015
Xl SIMULATOR TEMP (34°C 2 0.2°C)_34.0 !SIMULATOR SN_MP2327 SIMULATOR EXP DATE _07/30/2018

Bl CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPCRT)
Run three tests using a standard. All three tests must be within +5% of the standard value and must have a spread

of .005 orfess. Mark the box correspending to the standard being used,
&l 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE

[0 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
O 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 1:0.102 TEST 2: 0.102 TEST 3: 0,102
PERFORM R.F.L TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 0 0-04: 0 .05-.09: 1 A0-.14: 7 .15-.19: 2 OVER 19: 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATICN CR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LIMITS (USE OTHER SIDE iF NECESSARY)

INSP_E_(:_T]'Né__dFF'iCER- : I

SIGHATURE ,

PRINT FULL NAME

E A LUSK

TYPE I PERMIFHUMBER ¢ Vf{jﬂ{” EXPIRATION DATE TELEPHONE NUMBER
240099 03/11/2016 816-622-0800
RETURN COMPLETED REPORT TO THE Dreath Alcohol Pragram, MO Department of Health and Senior Services
Southeast District Office
2875 James Blvd, Poplar Biuff, MO 63901
MO 580-2698 [3-13) AN EQUAL OPPORTUNITY/AFRIEMATIVE ACTION EMPLOYER LAB. 166

services grovided on a nendiscaminalery basis



GUTH LABORATORIES, INC.

890 NORTH 67th BSTREET © HARRISBURG, PA 171114541 © TELEPHONE: 747-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on October 18, 2013, using a Perkin Elmer Gas
Ch}omatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (wivol) ethyl alcohol. The expiration date for this lot
number is Qctober 16,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilllant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST,

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to each use utilizing NIST traceable weighls.



STATE OF MISSOURI
) W DEPARTMENT OF HEALTH AND SENIOR SERVIGCES
\1&? ég;gr/ : BREATH ALCOHOL PROGRAM

e PERMIT
TYPE I

ELIZABETH A LUSK

is hereby authorized 1o instrycl ang supervise operalors, frain instructors, inspect, calibrale, perform field service and repairs,
and oparate the following broath analyzer(s):

DATAMASTER, INTOX DMT

for the determinalion of the alcoholic: conlent of Blood from & samplé of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

,—«—""'”"“_T_':j
DATE 3/1172014 {Asa ULA&IC:—._h"
DIREGTOR OF STATE PIBLIC HEALTH LAGGRATORY
240099 Q. v, o

EXPIRES 31172016 _sacting director
JIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVIGES

W0 SED-0771 (6-10) LAG-d {Re19)

STATE OF MISSOURI
£\ DEPARTMENT OF HEALTR AND SENIOR SERVICES
L} BREATH ALCOHOL PROGRAM

%" INSTRUMENT OPERATOR CARD

Lig pamed corahoNIee 13 JUIMEI 1ad 10 CROA% an Bykiantal braath abzokal
it sbusrenl £ the deteemination of the a5chofs conlont in breath forn of tiprad os

i Mcsc.rrl
Sl -.’.l'r-r 1 .l:,ilh' h"E;. =.u
e
Qperator  LUSK, ELIZABETH

Fermit Ho 240088
Date Issued 3/11/2014  Date Explres 3112016




